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INTRODUCTION 

On March 20, a review of the case narratives and corresponding certificates analysis from the EPA R3 
(Metals Report Posted Mar 15) was conducted at the SERAS facility in accordance with the Follow·Up 
Ve1:iti1:ati,oni'Co,mti~lei1:ne.ss Check upon our on 218/12. 

The assumptions for this review include the 1) Case narratives from the Regional labs and/or subcontract 
labs been reviewed in accordance with Bm1ironmental Services Assessment Team 
and contain pertinent and co1no1ete infc>nn:ati(>ft to the check. SERAS will base this review 

infonnation provided not on an actual data package; and SERAS will any "red" 
to the EPA R3 data usamuty 

OBSERVATIONS 
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I. was RL in on 
on 2/14/12 did not contain copper above the RL. 

"J". 

HW27 The ''J'' 
3. The MS recovery for 

om;sm1e to ascertain if the 

column. 
LCS recovery for tin for Batch BB22103 exceeded 85-115% criterion. No additional 

SERAS-I 72·DSR-032 I 

DIM0182903 DIM0182903 



Lockheed Martin 

cc: 

DIM0182903 

Faesimile 732-494-4021 

,.,.,.,.111,.E•fl since the were non-detect in this batch. 
for nickel for sample HW03 exceeded the RPD Since source 

result and the duplicate are within to ascertain if the remaining 
in the batch are sim agrees with the •·r to sample 

HW03 The "J" flag should be over into the Scribe result qualifier 
There were several metals that exceeded MCLs: Aluminum for 
HW03 and HW03z; and manganese HW57, HW03, HW03-F, 

7. There were several non-typical metals that were t11'1r11e1r10 

are available: Strontium 
HWl l, HW58, HWl 

HW27z-F, 
HWl 

and HW07-F. 
It is assumed that all instrument 
EPA R3 SOPs since this infonnation is not available 
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